Since the sound velocity for medical ultrasound imaging is usually set at 1540 m/s, the ultrasound imaging of a patient with a thick layer of subcutaneous fat is degraded due to variations in the sound velocity. This study proposes a method of compensating for image degradation to correct beamforming. This method uses the sound velocity distribution measured in simultaneous ultrasound (US) and magnetic resonance (MR) imaging. Experiments involving simultaneous imaging of an abdominal phantom and a human neck were conducted to evaluate the feasibility of the proposed method using ultrasound imaging equipment and a 1.5 T MRI scanner. MR-visible fiducial markers were attached to an ultrasound probe that was developed for use in an MRI gantry. The sound velocity distribution was calculated based on the MRI cross section, which was estimated as a corresponding cross section of US imaging using the location of fiducial markers in MRI coordinates. The results of the abdominal phantom and neck imaging indicated that the estimated values of sound velocity distribution allowed beamform correction that yielded compensated images. The feasibility of the proposed method was then evaluated in terms of quantitative improvements in the spatial resolution and signal-to-noise ratio.
Introduction
Ultrasound diagnostic equipment, which has widely been used in clinical diagnosis, assumes that sound velocity has a uniform distribution, since it is based on pulse-echo imaging. However, in biological soft tissues, the sound velocity ranges from 1400 m/s to 1600 m/s [1] . For example, the sound velocity in mammalian fat tissues ranges from 1400 m/s to 1490 m/s [1] . Therefore, since the sound velocity for ultrasound imaging (US imaging) is usually assumed to be 1540 m/s, the imaging of a patient with a thick layer of subcutaneous fat is degraded due to variations in the sound velocity. Significant image degradation presumably reduces spatial resolution and the signal-to-noise ratio (SNR) in US imaging. If the sound velocity distribution is known before imaging, image degradation could be reduced by compensating for improper beamformation. Various methods for the in vivo measurement of the sound velocity distribution have been proposed [2] [3] [4] [5] . For example, Aoki et al. [6] and Nitta et al. [7] proposed methods for the measurement of the sound velocity in cartilage using magnetic resonance imaging (MRI) and US imaging. In the two methods, sound velocity is estimated based on the length of cartilage, as measured with MRI, divided by the time-of-flight, as measured with the ultrasonic pulse-echo technique. Since the estimated sound velocity is obtained at different times and locations in US imaging and MRI, the measurements are not accurate enough to correct beamforming. Thus, the aim of the current study was to evaluate the feasibility of a method of measuring the sound velocity distribution in vivo using a prototype simultaneous US imaging and MRI system. This method corrected beamforming to improve image quality in terms of the spatial resolution and SNR. In this study, magnetic-resonance-visible (MR-visible) fiducial markers were attached to an ultrasound probe to display a cross section of US imaging in MRI coordinates. The ultrasound probe was developed for use in the coils of an MRI scanner.
When measuring the sound velocity distribution with a simultaneous US imaging and MRI system, the following issues need to be resolved: (1) the development of an ultrasonic array probe for use in an MRI gantry; (2) the development of MR-visible fiducial markers and the estimation of the location of a cross section in MRI coordinates; and (3) the suppression of crosstalk (electrical noise) between the MRI scanner and ultrasound equipment. Curiel et al. [8] imaged a phantom kidney and a rabbit kidney by mechanically scanning a single transducer. Tang et al. [9] used a commercially available probe with attached MR-visible fiducial markers to simultaneously image a phantom. In the current study, linear array transducers made of 1-3 piezocomposite materials [10, 11] were embedded in an ultrasound probe for use in an MRI gantry. The probe was made of nonmagnetic materials, and MR-visible fiducial markers were attached to it. The probe used in the gantry was connected to ultrasound equipment via a connector that passed through the walls shielding the MRI room and the control room. Crosstalk between the ultrasound equipment and the MRI scanner was reduced by grounding the connector.
Simultaneous imaging of an abdominal phantom and a human neck was performed to evaluate the feasibility of the proposed method. This was accomplished with US imaging equipment with 128 transmission/reception channels and a 1.5 T MRI scanner. Imaging of the phantom indicated that the error rate for the accuracy of sound velocity measurement was less than 6%, while the spatial resolution was 0.43 (the ratio of the lateral resolution before and after compensation), and the SNR was 8 dB. Simultaneous imaging of a human neck was performed to evaluate the compensation for image degradation due to the layer of subcutaneous fat. An acoustic standoff pad with a sound velocity similar to that of the fat tissue was inserted between the probe and the surface of the skin on the neck. Improvement in image quality was noted in the resulting image of the thyroid region. During imaging of the thyroid region in the neck, the spatial resolution (the ratio of the lateral resolution before and after compensation) was 0.60 and the SNR improved by 3 dB as compared to the SNR in the Region of Interest (ROI) without compensation. Nevertheless, the clinical feasibility of the proposed method, and especially its use in abdominal imaging, needs to be studied further.
Materials and Methods

Ultrasound Probe for Use in MRI
An ultrasound probe for use in an MRI gantry was developed to evaluate the feasibility of simultaneous US imaging and MRI. Array transducers made of 1-3 piezocomposite materials were embedded in the probe (Kyokutan, Japan Probe Co., Yokohama, Japan) as shown in Figure 1 . The specifications of the array transducers are shown in Table 1 . MR-visible fiducial markers were attached to the probe to indicate the probe position and orientation in a three-dimensional MR image. Each MR-visible fiducial marker was made of a polyoxymethylene (POM) sphere contained in an acrylic cylinder (9.00 mm in diameter and 8.50 mm in height) filled with olive oil, as shown in Figure 2 . Since the marker appeared in an MRI as a dark sphere within a bright cylinder, the geometric center of the dark region served as the marker location. The eight markers were arranged in two rows in the probe as shown in Figure 1 . The array transducers were arranged along the center line between the two rows. Thus, the location of the cross section of the ultrasound image was estimated based on the coordinates of the marker location in the MRI image. The transducer array was located along the central line between two rows formed by MR-visible fiducial markers. Thus, the cross section of an MRI image corresponding to a cross section of an ultrasound image was estimated as the plane through the central line and perpendicular to the lines formed by the pairs of markers. The central coordinates of each marker were calculated by MRI. The distance between the footprint of the transducer array and the marker array was measured in advance. Thus, the cross section of the ultrasound B-scan image was located in the coordinates of the MRI. coordinates of each marker were calculated by MRI. The distance between the footprint of the transducer array and the marker array was measured in advance. Thus, the cross section of the ultrasound B-scan image was located in the coordinates of the MRI. Figure 1 . Top view of the prototype ultrasound probe for use in MRI. Array transducers made of 1-3 piezocomposite materials were embedded in the probe (Kyokutan, Japan Probe Co., Yokohama, Japan). The specifications of the array transducers are shown in Table 1 . MR-visible fiducial markers were attached to the probe to locate the probe position and orientation in a three-dimensional MRI image. 
Simultaneous Multimodality Imaging System Using Ultrasound and Magnetic Resonance
This study used a simultaneous multimodality imaging system consisting of an MRI scanner (Echelon Vega, 1.5T, Hitachi Co., Tokyo, Japan) and US imaging equipment (RSYS0006MRF, Microsonic Co., Tokyo, Japan). The US imaging equipment was located in the control room as shown in Figure 3 . The specifications of the US imaging equipment are shown in Table 2 . The probe that was placed in the MRI scanner was connected to the US imaging equipment via a connector that passed through the walls shielding the MRI room and the control room. This connector was grounded in the MRI room to eliminate crosstalk between the MRI scanner and the US imaging equipment.
A B-scan image was formed by a dynamic focusing method applied to the echo signals received by array transducers. This focusing was obtained by the summation of delayed ultrasonic echo signals. The delay time sequence was calculated by the sound velocity and the path between an Table 1 . MR-visible fiducial markers were attached to the probe to locate the probe position and orientation in a three-dimensional MRI image. coordinates of each marker were calculated by MRI. The distance between the footprint of the transducer array and the marker array was measured in advance. Thus, the cross section of the ultrasound B-scan image was located in the coordinates of the MRI. Figure 1 . Top view of the prototype ultrasound probe for use in MRI. Array transducers made of 1-3 piezocomposite materials were embedded in the probe (Kyokutan, Japan Probe Co., Yokohama, Japan). The specifications of the array transducers are shown in Table 1 . MR-visible fiducial markers were attached to the probe to locate the probe position and orientation in a three-dimensional MRI image. 
A B-scan image was formed by a dynamic focusing method applied to the echo signals received by array transducers. This focusing was obtained by the summation of delayed ultrasonic echo signals. The delay time sequence was calculated by the sound velocity and the path between an 
A B-scan image was formed by a dynamic focusing method applied to the echo signals received by array transducers. This focusing was obtained by the summation of delayed ultrasonic echo signals.
The delay time sequence was calculated by the sound velocity and the path between an element of the array and a virtual focal point. Due to the conventional focusing method used, the sound velocity was assumed to have a constant value of 1540 m/s. The beamforming method proposed in this paper is a dynamic focusing technique that employs the sound velocity and the path estimated by simultaneous US imaging and MRI. This method can also be applied to the transmitting beam focusing technique if the sound velocity distribution is obtained by MRI. Through the use of simultaneous US imaging and MRI, beamform correction can be achieved for both the transmission and reception. Therefore, this method offers a novel approach to beamform correction.
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Figure 3.
A simultaneous multimodality imaging system consisting of ultrasound (US) imaging equipment (RSYS0006MRF, Microsonic Co., Tokyo, Japan) and an MRI scanner (Echelon Vega, 1.5T, Hitachi Co., Tokyo, Japan). The probe that was placed in the MRI scanner was connected to the US imaging equipment via a connector that passed through the walls shielding the MRI room and the control room. 
Measurement Method of Sound Velocity in Human Crus
An experiment was conducted to measure the sound velocity in human fat and muscle in the crus using the method of simultaneous US imaging and MRI. The probe was placed on the top of the crus. The focal length for the transmission beam was set at 30 mm. The MRI scan parameters for human crus imaging are shown in Table 3 . An RF receiving coil for the knee was used in the MRI setup. The thickness, L, of muscle and fat was measured by MRI. The time-of-flight, T, was measured by using an ultrasonic echo signal. Thus, the sound velocity, c, was estimated to be c = 2L/T. The crura of three subjects were measured. 
Experimental Imaging of an Abdominal Phantom using the Proposed Method of Compensating for the Sound Velocity Distribution to Correct Beamforming
An experiment was conducted to evaluate the accuracy with which the sound velocity distribution was measured during simultaneous US imaging and MRI of an abdominal phantom. Image degradation was compensated for by correcting beamforming using the measured sound velocity distribution. The Model 075A abdominal phantom (Triple Modality 3D Abdominal Phantom, CIRS, USA) was used in the experiment. The probe was placed on the top of the phantom. A simultaneous multimodality imaging system consisting of ultrasound (US) imaging equipment (RSYS0006MRF, Microsonic Co., Tokyo, Japan) and an MRI scanner (Echelon Vega, 1.5T, Hitachi Co., Tokyo, Japan). The probe that was placed in the MRI scanner was connected to the US imaging equipment via a connector that passed through the walls shielding the MRI room and the control room. 
Measurement Method of Sound Velocity in Human Crus
Experimental Imaging of an Abdominal Phantom using the Proposed Method of Compensating for the Sound Velocity Distribution to Correct Beamforming
An experiment was conducted to evaluate the accuracy with which the sound velocity distribution was measured during simultaneous US imaging and MRI of an abdominal phantom. Image degradation was compensated for by correcting beamforming using the measured sound velocity distribution. The Model 075A abdominal phantom (Triple Modality 3D Abdominal Phantom, CIRS, USA) was used in the experiment. The probe was placed on the top of the phantom. Agar gel containing 5% glycerol was placed between the phantom and the probe to avoid air cavities, as shown in Figure 4 . The driving waveform to the transducers was a square wave containing 1.5 sinusoidal waves. The pulse repetition time was 190 µs. The focal length for the transmission beam was set at 30 mm using the conventional array focusing technique. Since the phantom consists of four regions with different sound velocities as shown in Figure 4 , the sound velocity in each region was estimated using simultaneous US imaging and MRI. For each region, the length was represented by L and the time-of-flight was represented by T, so the sound velocity c was estimated to be c = 2L/T. The delay time for each element to form a beam must be calculated based on the estimated value of sound velocity on the path from an element to an arbitrary position during simultaneous imaging.
The signal processing was as follows: (1) RF data acquisition of 128 elements in a 128-channel digital format at 12 bits and 31.25 MHz; (2) the RF data of each channel were delayed by a certain amount of time calculated by Equations (1) or (2); (3) after quadrature detection at 5.0 MHz, the magnitude was calculated; and (4) the B-scan image was calculated using the logarithmic magnitude in a dynamic range of 60 dB.
For the conventional dynamic focusing in reception, the delay time of the ith element of the transducers τ i is expressed as
where ∆x is the element pitch, a is the aperture length, c is the sound velocity, and l F is the focal length. For the proposed compensated dynamic focusing in reception, the delay time of the ith element of the transducers τ i is expressed as
where N is the number of the region with the same sound velocity along the ultrasound propagation path from the ith element to the focal point, c k is the sound velocity in the kth region, and l k is the length of the path through the kth region. The subscript of 0 indicates the path from the center element of the aperture to the focal point. The region with the same sound velocity is estimated by MRI. MRI scan parameters for abdominal phantom imaging are shown in Table 4 . Agar gel containing 5% glycerol was placed between the phantom and the probe to avoid air cavities, as shown in Figure 4 . The driving waveform to the transducers was a square wave containing 1.5 sinusoidal waves. The pulse repetition time was 190 μs. The focal length for the transmission beam was set at 30 mm using the conventional array focusing technique. Since the phantom consists of four regions with different sound velocities as shown in Figure 4 , the sound velocity in each region was estimated using simultaneous US imaging and MRI. For each region, the length was represented by L and the time-of-flight was represented by T, so the sound velocity c was estimated to be c = 2L/T. The delay time for each element to form a beam must be calculated based on the estimated value of sound velocity on the path from an element to an arbitrary position during simultaneous imaging. The signal processing was as follows: (1) RF data acquisition of 128 elements in a 128-channel digital format at 12 bits and 31.25 MHz; (2) the RF data of each channel were delayed by a certain amount of time calculated by Equations (1) or (2); (3) after quadrature detection at 5.0 MHz, the magnitude was calculated; and (4) the B-scan image was calculated using the logarithmic magnitude in a dynamic range of 60 dB.
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where Δx is the element pitch, a is the aperture length, c is the sound velocity, and lF is the focal length. For the proposed compensated dynamic focusing in reception, the delay time of the ith element of the transducers τi is expressed as
where N is the number of the region with the same sound velocity along the ultrasound propagation path from the ith element to the focal point, ck is the sound velocity in the kth region, and lk is the length of the path through the kth region. The subscript of 0 indicates the path from the center element of the aperture to the focal point. The region with the same sound velocity is estimated by MRI. MRI scan parameters for abdominal phantom imaging are shown in Table 4 . 
Experimental Imaging of the Human Neck
An experiment was conducted to measure the sound velocity distribution during simultaneous US imaging and MRI of the human neck. Image degradation due to a layer of subcutaneous fat was compensated for by correcting beamforming. The experimental setup was the same as that shown in Figure 3 . Image quality significantly degrades due to a layer of subcutaneous fat in the abdominal region. An MRI scan takes 20 min. As the imaging time increases, the spatial resolution decreases due 
An experiment was conducted to measure the sound velocity distribution during simultaneous US imaging and MRI of the human neck. Image degradation due to a layer of subcutaneous fat was compensated for by correcting beamforming. The experimental setup was the same as that shown in Figure 3 . Image quality significantly degrades due to a layer of subcutaneous fat in the abdominal region. An MRI scan takes 20 min. As the imaging time increases, the spatial resolution decreases due to heartbeat and respiration. MRI images need to be obtained with a high spatial resolution in order to significantly improve image quality. Thus, the neck region of a male healthy volunteer was imaged to avoid motion artifacts. Since the subject had a thin layer of subcutaneous fat in his neck, an acoustic standoff pad (Model AC-1, Acoustic standoff pads, ATS Laboratories Co., Nofolk, VA, USA) was placed between the ultrasound probe and the surface of the skin of the neck to mimic a layer of subcutaneous fat. This pad had a thickness of 10 mm and a sound velocity of 1410 m/s [12] . MRI scan parameters for human neck imaging are shown in Table 4 .
Results and Discussion
Experimental Results of the Measurement of Sound Velocity in Human Crus
The transducer array was located along the central line between two rows formed by MR-visible fiducial markers. Thus, the cross section of an MRI image corresponding to a cross section of an ultrasound image was estimated as the plane through the central line and perpendicular to the lines formed by the pairs of markers. The resultant cross section of the MRI image is shown in Figure 5 .
The estimated values of the sound velocity in human muscle and fat tissue in the crus for three subjects are shown in Table 5 . The sound velocities in fat and muscle were measured as 1450 ± 20 m/s and 1560 ± 20 m/s, respectively. The sound velocities in human fat and muscle measured in vitro are typically in the ranges of 1459-1479 m/s and 1540-1566 m/s, respectively [1] . Those values are in approximate agreement with those obtained in this study, i.e., falling within the standard deviation. to heartbeat and respiration. MRI images need to be obtained with a high spatial resolution in order to significantly improve image quality. Thus, the neck region of a male healthy volunteer was imaged to avoid motion artifacts. Since the subject had a thin layer of subcutaneous fat in his neck, an acoustic standoff pad (Model AC-1, Acoustic standoff pads, ATS Laboratories Co., Nofolk, VA, USA) was placed between the ultrasound probe and the surface of the skin of the neck to mimic a layer of subcutaneous fat. This pad had a thickness of 10 mm and a sound velocity of 1410 m/s [12] . MRI scan parameters for human neck imaging are shown in Table 4 .
Results and Discussion
Experimental Results of the Measurement of Sound Velocity in Human Crus
The estimated values of the sound velocity in human muscle and fat tissue in the crus for three subjects are shown in Table 5 . The sound velocities in fat and muscle were measured as 1450 ± 20 m/s and 1560 ± 20 m/s, respectively. The sound velocities in human fat and muscle measured in vitro are typically in the ranges of 1459-1479 m/s and 1540-1566 m/s, respectively [1] . Those values are in approximate agreement with those obtained in this study, i.e., falling within the standard deviation. 
Imaging of an Abdominal Phantom
The results of the simultaneous imaging of an abdominal phantom are described as follows. The cross section of an MRI image was estimated based on MR-visible fiducial markers in the corresponding cross section of an ultrasound image, as shown in Figure 6 . The sound velocity was estimated to be 1500 m/s in the agar gel and 1430 m/s in the fat-mimicking region. Image degradation was compensated for by using a sound velocity of 1540 m/s for the soft-tissue-mimicking region. The resulting image was compared to an ultrasound image that was obtained by assuming a sound velocity with a uniform distribution as shown in Figure 7 . Fine specks are evident in the lower layer of fat in the compensated image, as shown in Figure 7a , although the margins of darker regions are indistinct. Similar specks are evident in the horizontal direction in a conventional B-scan image as shown in Figure 7b . This image was obtained when a constant sound velocity of 1540 m/s was used in beamforming. The margins of the darker circular region are clearly evident compared to those in the compensated image. Image degradation due to a fluctuation in sound velocity was improved by correcting beamforming using the estimated sound velocity distribution. To improve the spatial resolution, the half-width of the autocorrelation function in the horizontal direction was calculated for the three red squares shown in Figure 7 ; the half-width of the autocorrelation function is defined as the distance equal to half of the maximum value of the autocorrelation function. The calculated half-widths are shown in Table 6 . The average ratio of improvement was 0.43. The SNR is defined as the signal power divided by the noise power; the signal power is calculated as the square of the maximum value in the transmitting focal region and the noise power is calculated as the standard deviation in the ROI. The improvement in the SNR was calculated to be 8 dB based on the images shown in Figure 7a ,b. 
Imaging of the Neck
The simultaneous application of US imaging and MRI to the neck was performed to determine the feasibility of the proposed method of compensation. Examples of T1-weighted images that were obtained with the simultaneous imaging system are shown in Figure 8 . The MR-visible fiducial markers that were attached to the ultrasound probe are indicated by the arrows in Figure 8 . The cross section of an MR image corresponding to the cross section of an ultrasound image is shown in Figure  9 . First, the sound velocity in the acoustic gel pad was estimated as 1360 m/s by simultaneous US imaging and MRI. The difference between the estimated value and the reference value was 50 m/s. Beamforming was corrected using an estimated sound velocity of 1360 m/s for the pad and a sound velocity of 1540 m/s for biological tissues in the neck region. The resulting image was compared to a conventional B-scan image as shown in Figure 10 . Image degradation due to variations in the sound velocity was reduced by compensating for the sound velocity, as shown in Figure 10a . Without compensation, the conventional B-scan image was blurred as a result of fluctuations in the sound velocity, as shown in Figure 10b . To determine the improvement in the spatial resolution, the halfwidth of the autocorrelation function in the horizontal direction was calculated for the region of the red square shown in Figure 10 . The ratio of the half-width of the autocorrelation in the conventional image with that in the compensated image was calculated to be 0.60. The improvement in the SNR was 3 dB. The results indicated that simultaneous US imaging and MRI is a feasible way to reduce image degradation due to layers of subcutaneous fat by compensating for the sound velocity to correct beamforming. 
The simultaneous application of US imaging and MRI to the neck was performed to determine the feasibility of the proposed method of compensation. Examples of T1-weighted images that were obtained with the simultaneous imaging system are shown in Figure 8 . The MR-visible fiducial markers that were attached to the ultrasound probe are indicated by the arrows in Figure 8 . The cross section of an MR image corresponding to the cross section of an ultrasound image is shown in Figure 9 . First, the sound velocity in the acoustic gel pad was estimated as 1360 m/s by simultaneous US imaging and MRI. The difference between the estimated value and the reference value was 50 m/s. Beamforming was corrected using an estimated sound velocity of 1360 m/s for the pad and a sound velocity of 1540 m/s for biological tissues in the neck region. The resulting image was compared to a conventional B-scan image as shown in Figure 10 . Image degradation due to variations in the sound velocity was reduced by compensating for the sound velocity, as shown in Figure 10a . Without compensation, the conventional B-scan image was blurred as a result of fluctuations in the sound velocity, as shown in Figure 10b . To determine the improvement in the spatial resolution, the half-width of the autocorrelation function in the horizontal direction was calculated for the region of the red square shown in Figure 10 . The ratio of the half-width of the autocorrelation in the conventional image with that in the compensated image was calculated to be 0.60. The improvement in the SNR was 3 dB. The results indicated that simultaneous US imaging and MRI is a feasible way to reduce image degradation due to layers of subcutaneous fat by compensating for the sound velocity to correct beamforming. 
Conclusions
US imaging based on the pulse-echo method assumes that the sound velocity has a constant value in the imaging media. In general, a conventional B-scan imaging system uses a sound velocity of 1540 m/s as the mean value for biological soft tissues. Since the sound velocity for biological tissues ranges from 1400 m/s to 1600 m/s, differences in the sound velocity affect beamforming and cause image degradation. In particular, the sound velocity for fat tissue is 10% slower than the mean value for biological soft tissues, so a thick layer of subcutaneous fat degrades image quality in terms of the spatial resolution and SNR. Thus, this study proposed a method of compensating for image degradation due to fluctuations in sound velocity. This method uses simultaneous multimodality imaging with US and magnetic resonance to estimate the distribution of the sound velocity in order to correct beamforming. An experiment was conducted with a phantom and imaging of a human neck was performed to evaluate the feasibility of the proposed method. A cross section of an MRI image and the corresponding cross section of an ultrasound image were compared to accurately measure the sound velocity. An MR-visible fiducial marker was developed and attached to an ultrasound probe for use in an MRI gantry. The experiment with a phantom indicated that the spatial resolution and SNR improved. During imaging of the human neck, an acoustic standoff pad was placed between the ultrasound probe and the surface of the skin of the neck to mimic a layer of subcutaneous fat. The sound velocity in the pad was estimated using simultaneous US imaging and MRI. Imaging of the neck indicated that the correction of the beamforming using the estimated sound velocity resulted in improved image quality for the thyroid region. The current results indicated that the proposed method is a feasible form of beamform correction in terms of improvements in the spatial resolution and SNR. 
